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Abstract 
A novel electron spectrometer has been designed to study low-voltage field-induced emission of nanostructures such as 
nanoporous carbon, nanotubes, nanodiamond and other carbon structures. The estimated high resolving power of the device 
is mainly achieved by using an original energy analyzer of high energy dispersion and by retarding the electron beam by 
the factor of tens and hundreds in terms of energy. The analyzer pass energy governs the absolute energy resolution Е of 
the spectrometer; Е value varies approximately in the range of 10 meV < Е< 300 meV. There are three different working 
modes adapted for emission of widely variable current. The minimal emission current at which energy analysis is still possible 
is approximately 0.1 nA. The spectrometer working modes were tested experimentally using a thermoemitter as the test object. 
The study then proved that the recorded spectra reflected physical phenomena taking place on the emitter surface. 
Copyright © 2016, St. Petersburg Polytechnic University. Production and hosting by Elsevier B.V. 
This is an open access article under the CC BY-NC-ND license. ( http://creativecommons.org/licenses/by-nc-nd/4.0/ ) 
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Nowadays, a lot of materials are known which are 
formed from structural elements measured in nanome- 
ters and tens of nanometers. These are so-called 
nanoporous carbons [1,2] , carbon nanotubes [3] , nan- 
odiamond and nanocarbon films [4] , nanodiamond 
composites [5] , graphene films [6] . ∗ Corresponding author. 
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(Peer review under responsibility of St. Petersburg Polytechnic University)A distinctive property of these nanostructured mate- 
rials is their capability to emit electrons at rather low 
strength of the electrostatic field (around 1 kV/mm) 
which is 10 3 –10 4 times less than the values typical for 
cold field emission of metals. Even though this phe- 
nomenon has been investigated for many years, the 
question of its physical nature has not yet been fully 
answered. 
The analysis of the energy spectra of emitted elec- 
trons could have been one of the natural methods for 
studying this low-voltage field-induced emission. The 
idea of separating a flow of charged particles into 
monokinetic components is not in itself original, but 
for the field emission, even in the case of low-voltage 
one, such separation meets some specific troubles. ction and hosting by Elsevier B.V. This is an open access article 
nc-nd/4.0/ ) 
. 
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Fig. 1. The scheme of the spectrometer (a) and magnified positions 4, 2 (in part) with geometric parameters (b): 1—energy analyzer; 2—
retarding lens; 3—electron collector; 4—sample (emitter); LB —lens body; L i —focusing electrodes; U p , U LB —power supply of potentials. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 This work presents a description and experimental
test results for a novel spectrometer, which has been
elaborated and made especially to record electron field
emission spectra. 
The ways to increase the spectrometer resolving 
power 
The spectrometer consists of an electrostatic ana-
lyzer 1, receiving zoom lens 2 and electron collector
3 ( Fig. 1 a). The lens input diaphragm ‘looks’ at the
surface of the sample 4 under study. The initial part
of the electron way from the sample (emitter) to the
collector lies inside the lens. The resolving power of
the analyzer proper is 
R a = E p 
E 
= D X 
x 1 + x 2 + ξ , (1)
where E p is the analyzer pass energy (the energy of
the electron entering the analyzer input diaphragm);
E is the absolute energy resolution (in eV); X is
the representative size of the device (here it is the
distance between the input and output diaphragm cen-
ters: X = x 2 – x 1 ); D is the analyzer energy dispersion
expressed in the units of X (reduced dispersion): 
D = E p · dx ;
X dE x 1 and x 2 are the input and output diaphragm
widths respectively; ξ is the measure of the aberration
blurring of the input diaphragm image in the vicinity
of the output diaphragm. 
Let both diaphragms be at zero potential (see
Fig. 1 a), and the emitter under investigation be at the
potential U p = −| E p / e |, where e is the electron charge.
Then, in the vicinity of the sample surface, the
strength of the electric field “pulling” electrons out
is 
F = U LB − U p 
h 
, 
where h is the vacuum gap between the lens entrance
aperture and the emitter surface (see also Fig. 1 b);
U LB is the positive potential applied to the lens elec-
trode with the entrance aperture. Electrons entering
this aperture possess kinetic energy 
∣∣( U LB − U p ) · e 
∣∣. 
For some reasons (for instance, because of the emit-
ter roughness or the entrance aperture finiteness), the
value h cannot be made too small, and on average h
≈ 0.5 ÷ 1.0 mm. As a result, the emission threshold
potential 
U LB −U p ≈ 500 ÷1000 V. 
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 Consequently, the minimal energy of electrons at 
the entrance aperture of the lens (and, actually, of the 
whole spectrometer) should be approximately equal to 
500 eV. On the other hand, the resolution needed in the 
experiment is about kT = 25 meV, that is the electron 
thermal energy spread at room temperature (here k is 
the Boltzmann constant, T is the emitter temperature). 
So, the minimal value of the resolving power of the 
spectrometer should be rather high: 
R sp min ≈ 500 × 10 3 mV / 25 mV = 2 × 10 4 . 
R sp can be enlarged by several methods, though 
each of them has some weaknesses: 
(i) The analyzer size X can be increased (see 
Eq. (1) ). Increasing X makes the spectrometer 
more expensive. Moreover, it demands stronger 
vacuum pumping and more careful protection of 
the spectrometer from any stray fields including 
the Earth’s magnetic field. 
(ii) The analyzer diaphragm sizes x 1 and x 2 can 
be decreased. This will inevitably cause reduc- 
tion of the recorded signal intensity, apart from 
the fact that it will be impossible to produce the 
spectrometer in case of excessive diaphragm de- 
crease. 
(iii) It is possible to try to diminish beam divergence 
at the analyzer entrance 2 α. This will bring ξ
closer to zero but, of course, the signal intensity 
will be decreased. 
(iv) Since, according to ( 1 ), E is proportional to 
E p, the beam deceleration in the lens makes R sp 
bigger. The electron energy 
E = ∣∣( U LB − U p ) e 
∣∣
at the lens entrance and the corresponding F 
value can be kept invariable by increasing U LB . 
Unfortunately, if the lens magnification factor is 
equal to unity, then, according to the Helmholtz–
Lagrange law, the beam divergence at the an- 
alyzer entrance is increased by a factor of √ 
E / E p . 
All of these methods were used somehow when the 
spectrometer was being designed. There could have 
been one extra way to increase R sp : it is increasing 
the reduced dispersion D of the analyzer. But this pa- 
rameter is an inherent characteristic of the electrostatic 
field which separates monokinetic components of the 
beam. It is well known [7] that the D value varies in 
a very narrow range (0.8 < D < 1.2) under the focus- 
ing conditions in the fields of simple geometry (plane, 
spherical, cylindrical). Energy analyzer of increased dispersion 
In Refs. [8–12] , a construction, principle of opera- 
tion and experimental tests of a non-traditional energy 
analyzer were described. The device is based on a 
two-dimensional electrostatic field with the plane of 
symmetry ( yz ): 
U (x, y) = s h 
2 2πy − sin 2 2πx 
(ch2πy + cos 2πx) 2 . (2) 
Expression ( 2 ) is written in a specific system of 
units where the energy unit is the analyzer pass energy 
E p , the potential unit is | E p / e | and the length one is
the distance X between the point source and its point 
image. The solution of Eq. (2) with respect to y gives 
us the following equipotentials: 
y = arcch U cos 2πx + [1 + (1 − 2U ) sin 2 2πx ]1 / 2 
· ( 1 − U ) −1  · (2π) −1 . 
The ( xy )-plane cross-sections of some of these 
equipotentials are shown in Fig. 2 a. 
In the plane of symmetry, the field possesses ideal 
focusing: an electron, moving in the plane ( yz ) and 
starting its flight from the origin with the unit initial 
energy E p at any polar angle with respect to the z axis, 
will definitely come to the point ( x = 1, y = 0, z = 0).
Some trajectories of this kind are shown in Fig. 2 b. 
In the same plane, the reduced dispersion 
D = 1 
2 cos 2 θ
. (3) 
It is seen from Eq. (3) that D grows with θ , and 
when θ approaches π /2, D tends to infinity. From this 
point of view, it is reasonable to design the analyzer 
with the maximal value of the entrance polar angle 
θ . But the height of the trajectory increases with θ
(see Fig. 2 b), and this fact implies the increase in the 
size of the device. Moreover, the electron kinetic en- 
ergy at the top part of the trajectory decreases with 
θ growth, and this circumstance again demands more 
careful protection of the spectrometer from any stray 
fields including the Earth’s magnetic field. Further- 
more, to enhance the optical efficiency of the analyzer, 
the working mode for the device should be chosen so 
that focusing exists not only in the ( yz ) plane but in 
the x -direction as well, in other words, the spatial fo- 
cusing exists. Calculations have shown [13] that from 
this point of view, the θ ≈ 80 ° regime is optimal at 
which little focusing appears in the x -direction, the 
source image becomes most compact, and D ≈ 16.6, 
which is more than ten times more than the typical 
dispersion of any simple field structures. 
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Fig. 2. ( xy )-Cross-section of some equipotentials of electrostatic 
field with ( yz )-plane of symmetry (a) and trajectories of the elec- 
trons entering the field in the ( yz )-plane at different polar angles θ
(b). a—potential U , a.u.: 0 ( 1 ), 0300 ( 2 ), 0700 ( 3 ), 0900 ( 4 ), 0975 
(5), 1000 (6); b—angle θ , degrees: 57 (7), 70 (8), 80 (9), 85 (10). 
Focusing in ( yz )-plane is perfect. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 In reality, though, the electrode shapes are slightly
different from the ideal ones because the last are
difficult to be produced. As a consequence, the
reduced dispersion, which actually depends on the
working mode, is a bit smaller: D ≈ 12 −13. The
device has been made from copper, its base dimen-
sion X = 50 mm, it measures 65 ×70 ×80 mm. It isprovided with changeable diaphragms from 0.2 to
0.6 mm in width. 
Retarding system 
After choosing the field structure of the high-
dispersion analyzer, the next step toward enhancing the
spectrometer resolving power is creating a lens (retard-
ing system) which will decelerate the electron beam,
before it enters the volume of the analyzer, from the
extraction energy E (as it was mentioned, E ≈ 1 keV
or higher) to E p . 
A five-electrode axisymmetric lens 2 (see Fig. 1 a)
was designed and made. The inner diameter of the
focusing electrodes is 8 mm, the whole length of the
system is 36 mm. To extract electrons from the emitter
4, the lens body is fed with positive voltage U LB . Then,
along their trajectories, electrons are consequently in-
fluenced by the focusing electrode potentials L1, L2,
and L3. The last, fifth, electrode is mechanically and
electrically joined to the lower electrode of the ana-
lyzer, their common potential being zero. Taking into
consideration the feed circuit described, the lens elec-
tron energy retarding coefficient is 
K dec = 
| U LB | + 
∣∣U p 
∣∣
∣∣U p 
∣∣ = 
U LB − U p ∣∣U p 
∣∣ . (4)
Transportation and focusing electrons are deeply in-
fluenced by the potential pattern near the emitter sur-
face. In Fig. 3 , it is shown how the potential picture
of the electron trajectories alters with the distance h
(see also Fig. 1 b) between the sample surface and the
lens end. The calculations were done using ‘Simion
7 ′ software. The lens entrance diaphragm diameter d
was taken to be equal to 0.4 mm, the outer diameter of
the lens body end G = 1.0 mm. Fig. 3 also shows the
trajectories of the electrons starting their flights from
the emitter surface at right angle to it. 
Electrons start their movement from the emitter
surface along the normal with the initial energy of
20 meV. The potential relief between the surface and
lens butt is shown as an equidistant equipotential se-
ries. The equipotentials are practically horizontal near
the emitter surface (on the bottom) and are essentially
curved in the vicinity of the butt. In all the three pat-
terns, the first particle moves along the axis of sym-
metry, while the subsequent electrons start their flights
with the step r = 30 μm along the radial coordinate.
Thus, the radial coordinate for the starting point of
the k th electron is r ( k – 1). In terms of increasing
emission current at constant value of | U Lb |, it seems
reasonable to diminish the gap h , because the less h
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Fig. 3. Changing the pattern of the electron trajectories with the distance h, mm: 0.1 (a), 0.4 (b), 1.2 (c); the lens entrance diameter d = 0.4 mm 
(see Fig. 1 b). 
 is, the stronger, on the average, the field is between 
the emitter and lens end. It can be seen in Fig. 3 a that 
even if h is essentially less than d , the equipotentials 
near the emitter surface bend and the field starts influ- 
encing the electrons, which are relatively low in the 
vicinity of the surface, like a divergent lens. If h > 
1.2 d ÷ 1.4 d (see Fig. 3 c), the equipotentials bend in 
the opposite direction, and the field acts like a con- 
vergent lens. At h ≈ d , the field at the surface is 
practically plane: it can be seen from Fig. 3 b that 
several equipotentials nearest to the emitter remain 
plane. 
So, two modes can be used to study emission spec- 
tra, with the choice between these modes governed 
by the sample characteristics. Let us suppose that the 
emission centers are placed ‘densely’ on the surface: 
there are a lot of them in the area S = π d 2 /4 which 
equals the area of the lens entrance diaphragm. Then 
the distance h ≈ d should be chosen as the minimal 
one at which the beam is not unfocused yet near the 
surface. In this situation, electrons fly in the plane field 
approximately half of their way toward the lens. 
On the other hand, if the emission centers are 
placed rarely, the risk is that there are no centers op- 
posite the diaphragm. In this case, the sample should 
be moved back from the diaphragm to the distance h 
> 1.2 d ÷1.4 d , and thus the area should be enlarged 
of the surface useful in terms of obtaining emitted electrons. Of course, enlarging the area will be done at 
the sacrifice of the field strength F at the surface. The 
potential U LB and the retarding coefficient have to be 
increased. It is seen in Fig. 3 that at h = d = 0.4 mm,
eight trajectories pass through the entrance diaphragm. 
This corresponds to the ‘useful’ emission area of 
S ∗ = π [ r (8 − 1) ] 2 ≈ 1 . 4 × 10 5 ( μm ) 2 . 
The corresponding number of trajectories is ten at 
h = 3 d = 1.2 mm, and the ‘useful’ area increases: 
S ∗ = π [ r (10 − 1) ] 2 ≈ 2. 3 × 10 5 ( μm ) 2 . 
After choosing relative position of the emitter and 
lens end, calculations were done of how to transport 
and focus the beam by the lens. It was again im- 
plemented with the use of the program ‘Simion7’. 
The following values were taken as the initial calcula- 
tion parameters: three potentials of focusing electrodes 
U L1 , U L2 and U L3, and the retarding coefficient K dec , 
the last being defined actually by the ratio of U LB to 
U p . It was accepted in the calculations that U p = –
10 V, and that the electrons leave the emitter surface 
normally to it with the initial energy E e = 20 meV. 
Before describing the calculation results, we note 
that the signal was detected at the analyzer exit by 
the method of single electron recording with the use 
of a VEU-6 secondary-electron multiplier (SEM). In 
the multiplier, each incoming electron produces at the 
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Fig. 4. Some calculated variants of the electron-beam focusing that depend on the given electrode potentials: U L1 = U L2 = −10 V, U L3 = 300 V 
(a); U L1 = U L2 = U L3 = 25 V (b); U L1 = 300 V, U L2 = U L3 = 30 V (c). The rest parameters are taken constant being as follows: U p = 10 V, 
U LB = 300 V, d = 0.4 mm, h = 0.5 mm (see Fig. 1 b). 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 exit an electron avalanche which is recorded as an
electric pulse. This means that each particular electron
is recorded rather than an integral electric current. The
unit of signal level is ‘electrons per second’ (el/s). Us-
ing the SEM allows, on the one hand, not to worry too
much about the signal intensity because an emission
peak can easily be recorded even if the top intensity
does not exceed 300–500 el/s. But on the other hand,
the SEM of the model mentioned above cannot work
stably if the intensity exceeds 10 5 el/s. That is why,
while choosing the best focusing modes, the emphasis
was made not only on the output intensity but more
on minimizing the beam divergence angle at the ana-
lyzer entrance (that is at the lens exit) equal to 2 α.
It was accepted that α should not exceed 2 °. Evalu-
ations showed that in this case the aberration blurring
in the analyzer could be neglected as the ξ value in
Eq. (1) was negligible. 
Fig. 4 demonstrates typical deformations of the
beam axial section inside the lens and near its exit
when the potentials U L1 , U L2 and U L3 vary. Be-
cause of the beam axial symmetry, calculations were
only made for a half of its section. The source data
for the results presented in the figure are as fol-
lows: U LB = + 300 V, which means, in accordance with
Eq. (4) , that K dec = 31; d = h = 0.4 mm; the diameter of
the round output lens diaphragm, which at the same
time is the analyzer input one, is d a = 0.6 mm. The
initial electron radial coordinates are r i = 2( i – 1) μm,
where i is the ‘number’ of an electron ( i = 1, 2, …, N ).
So, the starting point coordinate step r = 2 μm, andopposite the upper half of the lens input diaphragm 
N = d/ (2r) + 1 = 101 particles 
start their flights, the first one moving along the axis.
Fig. 4 c shows ‘strong’ focusing when about 50%
of the electrons whose starting points are opposite the
entrance diaphragm (it means all the particles with
0 < r i < d /2) pass through the exit diaphragm. These
focusing conditions, nevertheless, are not appropriate,
and this does not occur because the intensity can be
too much for the SEM. The problem is that the diver-
gence angle 2 α at the exit exceeds 4 °, and this will
cause the blurring ξ comparable with the analyzer exit
slit dimension x 2 . 
Fig. 4 b shows one more variant of focusing which
is inappropriate for carrying out the experiment. Now,
the fact of the matter is that, after passing through
the diaphragm, the beam appears to be split into two
weaker beams, and the angle between them lies in the
range of 10–15 °. In such a case, instead of one single
emission peak, two peaks or one double peak will be
recorded. 
In Fig. 4 a, the divergence angle of the beam af-
ter passing the exit diaphragm is very small, and any-
way 2 α < 4 °. The intensity of the recorded beam I rec
makes approximately 4% of the full emission current
I full of the electrons passing the entrance diaphragm of
the lens. I full was calculated as some part of the elec-
trons passing through the lens. It is supposed mean-
while that the whole emissive area is equal to that of
the entrance diaphragm. This would not be correct in
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Fig. 5. The plots of the common variable potential U var of the first and the second focusing electrodes ( U L1 = U L2 = U var , in terms of U p ) 
versus the retarding coefficient K dec . The calculated (thin lines) and experimental (thick ones) ranges of focusing are presented. 2 α < 4 °; 
h = 0.7 mm. 
 the case of geometry in Fig. 3 a or c. But as d is ap- 
proximately equal to h , which geometry corresponds 
to Fig. 3 b, the emitted electrons are accelerated at the 
early stage of their way by strong and practically plane 
field. This means that almost all the electrons emitted 
opposite the entrance diaphragm will pass it, and that 
almost no electrons emitted from out of this area will 
pass the entrance diaphragm. Thus, the relative inten- 
sity of the recorded electron flow can be evaluated as 
I rec / I full =4 S em / π d 2 . 
Thin vertical lines in Fig. 5 show the calculated 
ranges of focusing corresponding to three accepted re- 
strictions: 2 α < 4 °; the beam at the exit is not split; 
I rec / I full ≥ 0.375. Calculations were done under the 
following conditions: 
The potential of the third focusing electrode was 
made equal to the lens body potential ( U L 3 = U LB ). 
The first and the second focusing electrodes had 
common potential U var which was varied with the idea 
to get the appropriate focusing of the lens. The ab- 
scissa is the retarding coefficient of the whole lens 
while the ordinate represents U var in the units of 
| U p |. Under the described conditions, the bottom end of 
each interval of line corresponds to the beginning of 
the beam splitting (see Fig. 4 b). Above the top ends, 
I rec < 0.0375 I full . On average, for the whole range of 
K dec , I rec is more in the lower part of each interval, 
and the maximum of I rec is as well shifted toward the 
lower values of U var = U L2 = U L3 . 
The focusing mode (see Fig. 5 ) provides a rela- 
tively high exit intensity I rec . The ‘saturation’ of the 
SEM at signal levels exceeding 10 5 el/s makes it nec- 
essary (and this fact has been proved experimentally) 
to deliberately form relatively weak electron flows at 
the lens exit. One of the possible regimes of this sort 
has also been calculated. In this version, the first fo- 
cusing electrode is electrically connected with the lens 
body ( U L 1 = U LB ) while the common variable poten- 
tial is applied to the second and the third electrodes 
( U var = U L2 = U L3 ). In comparison with the previous 
regime, the output beam intensity is approximately 10 
times less. 
Even less exit intensity is achieved in the case 
of U L1 = U L 2 = U LB , U L 3 = U var . There exists, on the
other hand, one more working mode possessing a bit 
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Fig. 6. A typical thermoemission spectrum which was taken from 
the initially cleaned emitter. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 wider intensity range. In this mode, the common ruling
potential is applied to all the three focusing electrodes
at once: U var = U L1 = U L2 = U L3 . 
Experimental test of the calculations 
The tests of the calculations were carried out di-
rectly in the spectrometer vacuum chamber which
had been made from 12 Х 18 Н10 Т stainless steel, the
residual gases pressure being held at the level from
7 ×10 −6 to 4 ×10 −5 P а . To minimize the harmful
influence from any strain magnetic fields including
that of the Earth on the experiment, the spectrometer
was placed inside Helmholtz coils. The measurements,
which were carried out while the proper Helmholtz
coil currents were being chosen, proved that the resid-
ual magnetic induction B did not exceed 40 μT in the
spectrometer volume, while B did not exceed 20 μT
in the area of the top part of the electron trajectory
inside the analyzer. The last fact is particularly im-
portant because the electron kinetic energy is minimal
just in the mentioned area. Thus, the Earth’s magnetic
field, which is around 50 μT in Saint Petersburg, was
reduced by a factor of 125–250. 
A flat indirectly heated thermoemitter of reduced
work function was used as a test unit. In case it was
necessary to increase the emission level, an activation
procedure was provided by means of heating the sam-
ple at approximately 800 °C and simultaneously taking
the emission current. Out of the activation process, the
working emitter temperature was held at the level of
600 ≤ T e ≤ 800 ◦C . 
The experiment was carried out at the following
geometric parameters (see Fig. 1 b): h ≈ 0.6–0.8 mm;
d = 0.4 mm; G = 1.0 mm. It was difficult to determine
accurately the value h for two reasons: 
(i) it was undesirable to touch emitting surface with
a feeler, 
(ii) the cathode could have been deformed a little
during its heating. 
The input analyzer diaphragm was round of the di-
ameter d a = 0.6 mm, so x 1 in formulae ( 1 ) can be
taken as 0.6 mm. The width of the rectangular slit in
the analyzer output x 2 = 0.2 mm. 
Thus, the resolving power R sp of the whole spec-
trometer can easily be calculated. If E sp is the electron
energy at the lens entrance diaphragm 
( E sp = | ( U LB − U P ) e | ) , then, in the case that the aberrational blurring ξ of the
analyzer is negligible, 
R sp = E sp 
E 
= 
∣∣( U LB − U p ) e 
∣∣
E 
= K dec · E p 
E 
= K dec · D · X 
x 1 + x 2 (5)
If, for example, K dec = 120, then, in accordance
with Eq. (5) , R sp =9 · 10 4 which means that the cal-
culated base resolving power exceeds the minimal re-
quired value by the factor of 4.5. Actually, if the ge-
ometric factors x 1 and x 2 are fixed, then E only
depends on E p , and the K dec value only specifies the
voltage that should be applied to the lens entrance
to elicit electrons from the emitter. For instance, at
E p = 10 eV, the absolute resolution E of the spec-
trometer should be equal to 13.3 meV, no matter the
value of U LB . 
Fig. 6 demonstrates a typical thermoemission spec-
trum measured from the sample under study (it had
initially been well-cleaned by heating). Here, the ab-
scissa V is the energy of the recorded electrons di-
vided by the electron charge. The peak was recorded at
E p = 9 eV and K dec = 120. It is asymmetric, the shape
being determined by the Maxwell–Boltzmann distri-
bution at the particular emitter temperature (approx-
imately 700 K). Its FWHM is 335 meV, its left edge
corresponds to the lowest emitted electrons while the
right-hand part arises from the ‘tail’ of the distribution.
The width of the left front is E lf ≈ 130–150 meV,
which corresponds to the spatial distribution of the
electrons at the surface at T = 700 K. The maximal
peak intensity at the top is 22,000 el/s. 
Recording peaks similar to the one described above
gave rise to the general picture of typical operating
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Fig. 7. Emission spectra changing with an increase in the field 
strength F , V/mm: ≈1170 ( 1 ), ≈1740 ( 2 ), ≈2300 ( 3 ), ≈2600 ( 4 ); 
the field strength was estimated near the emitter surface. parameters of the spectrometer that were acceptable 
for studying the emission spectra. As a compari- 
son with the calculated parameters, thick lines in 
Fig. 5 show the experimentally obtained focusing 
ranges. At any particular K dec , the main criteria of 
whether a value U var = U L1 = U L2 was acceptable for 
spectra recording was the intensity of the peak, its 
shape staying unvaried. At the boundaries of each 
range, the intensity is half of its maximum. Because 
of the relatively high FWHM, peak splitting was not 
always observed but if it was, the corresponding part 
of the range was cut off. It can be seen in Fig. 5 that 
experimental data only partly overlap the theoretical 
one. One of the reasons for this is the difference in the 
corresponding criteria. Besides, stray fields, including 
the magnetic one produced by the heater, and stray 
electrostatic fields arising from the inhomogeneity of 
the analyzer and lens surfaces, could add their con- 
tributions as well. Nevertheless, the conclusion can 
be made up that it is possible to record the spectra 
of field-induced emission under the conditions which 
satisfy both experimentally and theoretically deduced 
criteria. Under these conditions, a narrow peak of field 
emission (it is expected to be narrow in compari- 
son with the thermoemission peak) should not appear 
double, and at the same time it is supposed to be 
rather intensive. For instance, in the mode of Fig. 5 , 
if K dec = 120, then the common potential of the first 
and second lens electrodes can be varied from approx- 
imately −2.5| U p | to some + 0.5| U p | . If K dec = 220, 
then the experimental and theoretical results overlap 
in the region 
2 | U P | < U var = U L2 < 4. 5 | U P | . 
If, before spectra recording, the emitter had not 
been properly heated and as a result it had not been 
carefully cleaned from adsorbed impurities, the emis- 
sion spectra were observed whose shapes were either a 
peak with a ‘shoulder’ or a double- and even a triple- 
peak. The fact that the peak splitting did not come 
from electron-optical conditions could easily be veri- 
fied by just changing these conditions. Fig. 7 demon- 
strates how the shape of a spectrum changed with 
U LB increasing. Increasing U LB means, first of all, the 
growth of the field strength F on the emitter surface. 
At a relatively small F value, a single ‘shouldered’ 
peak was recorded, the shoulder being placed at the 
high-energy side, with the whole FWHM of approxi- 
mately 1 eV ( Fig. 7, 1 where F ≈ 1170 V/mm). There 
can only be noticed a miniscule shoulder at the low- 
energy side. As the field strength grew ( Fig. 7, 2 where 
F ≈ 1740 V/mm and Fig. 7, 3 with F ≈ 2300 V/mm), the weak shoulder transformed to a noticeable peak, 
the FWHM of the rest of the spectrum staying prac- 
tically unchanged. Finally, this low-energy peak be- 
came almost equal in intensity to the main shouldered 
peak ( Fig. 7, 4 where F ≈ 2600 V/mm). The whole en- 
ergy range of the spectrum became equal to 2 eV with 
the distance between the two tops of approximately 
700 meV. 
The aim of this work was not to study thoroughly 
thermo- or field-emission of a multicomponent sample. 
That is why careful analysis of the reasons for spectra 
changing with F was not done. It should be noticed 
that the shape of the spectra changed rather signifi- 
cantly not only with F but when the sample tempera- 
ture was varied, too. The spectrometric results shown 
here are only to demonstrate that the spectra recorded 
with the use of the novel spectrometer can reflect the 
dynamical processes taking place on the surface of a 
plane emitter. 
Summary 
A novel electron spectrometer has been made to 
study the low-voltage field emission from the surfaces 
of nanostructured objects such as nanoporous carbon, 
carbon nanotubes, nanocarbon films and other car- 
bon structures. Calculations showed that the resolving 
power of the apparatus could easily achieve the val- 
ues of the order of 10 5 , the absolute energy resolution 
being of the order of 10 meV. This data was obtained 
through using a non-traditional high-dispersion energy 
analyzer with the enhanced dispersion D ≈ 12 −13, 
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 and a retarding lens system with the retarding coeffi-
cient variable in the wide range, up to 250 and more.
The working modes of the spectrometer were tested
experimentally with the use of a thermoemitter as a
sample. All the abilities of the new spectrometer can-
not, of course, be proved while recording thermoe-
mission spectra, because the last do not possess sharp
singularities of about 10 meV in width. Nevertheless,
emission peaks were recorded just in the calculated
modes, and the physical phenomena taking place on
the emitter surface were demonstrated to be reflected
in the form of the recorded spectra. 
Three working modes of the spectrometer have
been revealed which are meant for strongly different
levels of recorded signals. The minimal emission cur-
rent at which spectra recording is possible is evaluated
to be about 0.1 nA. 
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